[Dosimetry in setting practical hygienic standards for radio-wave irradiation].
In dosimetric approach to the hygienic norm setting of radio waves adequate metrological basis is required. Joint investigations, carried by physicists and hygienists helped solve the new medical and technical problems, connected with the creation of individual dosimeters and indicators, monitor the hygienic norms of superhigh frequency electromagnetic waves. The devices are small, light, with autonomic power supply and digital indication of current exposure dose. The devices are supposed to give signals (light, sound) if the individual hygienic levels of superhigh frequency electromagnetic waves are surpassed.